Background
Artifacts in magnetic resonance imaging (MRI) may be caused by the MR scanner hardware itself or by the interaction of the patient with the hardware [1] . Artifacts and foreign bodies within the patient's body may be confused with a pathology or just reduce the quality of examinations. The knowledge of the artifacts and their sources is extremely important in order to avoid false diagnoses and to learn how to eliminate them [2] . Radiologists are frequently not informed about the medical history of patients. When performing the examinations, they face postoperative images (without knowing the patient's history) or other images they are not familiar with -caused by foreign bodies.
Almost every MRI exam includes some kind of artifacts. Depending on their origin, one can classify them into the following groups: 1. Truncation artifacts which occur near sharp high-contrast boundaries and are also known as the Gibbs phenomenon. They appear as multiple, alternating bright and dark lines -"ringing". They can be misinterpreted as a syrinx in the spinal cord ( Figure 1) [3] or a meniscal tear in the knee. 2. Motion artifacts caused by breathing, cardiac movement, CSF pulsation/blood flow, patient's movement, which create ghost artifacts (Figures 2-6 ). They can be reduced by patient immobilization, cardiac/respiratory gating, saturation bands, or drugs that slow down the intestinal peristalsis. One can also reduce motion artifacts by using echoplanar imaging (EPI) Figure 7A, 7B ). 4. Chemical shift artifacts appear as dark or bright bands at the lipid-water interface and are seen especially in case of fluid-filled structures surrounded by fat (e.g. eye balls in the orbits, bladder). They tend to by less prominent on T1-weighted images than on T2-weighted images. Interestingly, these artifacts have been used as a diagnostic aid [3] , to confirm the presence of fat within lesions, e.g. in adrenal adenomas (Dual echo sequences/ out-of-phase images - Figure 8A ) or to accentuate the fat-water interfaces at visceral margins Figure 8B ), thus helping in the evaluation of peripheral tumors for possible extravisceral extension [5] 
Examples
An abnormally hyperintense signal on FLAIR images can result from CSF/vascular pulsation ( Figure 9 ), magnetic susceptibility artifact (Figure 10 ), motion, but also in patients undergoing MRI examinations while receiving supplemental oxygen [6] .
Metallic objects, not only within the patient's body but also on the patient, e.g. in the clothes, may result in FLAIRhyperintensity due to a magnetic susceptibility artifact. In brain MRI such artificial FLAIR-hyperintensity in the subarachnoid space may lead to a false diagnosis of subarachnoid hemorrhage ( Figure 10A ). Sometimes it is not necessarily a visible metallic element like in the case presented in Figure 10 . We had a case of a patient who wore only a white singlet during the examination which seemed to be made of cotton (!) and the artifact disappeared after she had taken it off.
Spike noise artifacts, resembling checkered pattern on the clothes, are caused by static electricity from clothing The aim of this article was to present different types of artifacts and appearances of various foreign bodies within the patient's body in magnetic resonance imaging in order not to confuse them with pathological conditions. The authors presented a gallery of such images. All examinations were performed with use of GE Signa HDxt scanners with a magnetic field strength of 1.5 T.
The Gallery of Images of Foreign Bodies with and without Artifacts
As stated in the introduction, artifacts are frequently caused by metallic and other foreign bodies which may be found on and in patients' bodies and these are the focus of this paper. Artifacts caused by a dental implant in the maxillary sinus region are also seen.
One can divide them into the following groups: -group A -foreign bodies we know and can eliminate: the most popular and easy to recognize and eliminate, usually connected with outfit or ornament of the body, make-up, hair accessories -hair ties, clothes, labels on clothes, but also with medical equipment, e.g. hearing aid; -group B -foreign bodies that are known but impossible to eliminate, e.g. surgical/neurosurgical clip or staplers, endoprostheses; -group C -foreign bodies that are not known to the MRI unit personnel because the patients forget about them, do not know about them or do not report them in the questionnaire they fill in before the examination.
Different sequences are sensitive to these objects to various degrees ( Figure 10 ).
The best way to reduce the severity of susceptibility artifacts caused by metallic foreign bodies is to use spin echo sequences (SE) with a short echo time (TE) [7] . The artifacts are less prominent in fast SE (FSE) than in conventional SE sequences [8] . However, it is not always possible and not always improves the image quality in a significant way. Iterative decomposition of water and fat with echo asymmetry and the least-squares estimation (IDEAL) is a recently developed sequence which separates fat and water with a very high signal-to-noise-ratio (SNR), is insensitive to magnetic field inhomogeneity and reduces metallic artifacts, e.g. in postoperative patients with metallic hardware [9] . It also improves fat suppression [1]. Gradient echo (GRE) and echo-planar sequences should be avoided because they accentuate susceptibility artifacts [10, 11] . However this is also not always possible and in such cases reducing TE in GRE sequence is helpful 
Group A
The newborns, especially before the era of MR-compatible incubators, were usually examined dressed up from toes to head to keep them warm during their stay in the scanner room. Probably, the metallic thread in the labels in the newborns' caps was the reason why the brain images were completely illegible when the cap had remained on the baby's head. Similarly, an elastic left in the patient's hair or a hearing aid forgotten in the ear (Figure 11 ) can produce the same effect of signal loss and "black hole" in the head.
Cosmetics can produce severe distortion of the magnetic field and make the contents of the orbits difficult to assess. The distortion results from the presence of iron oxide in the pigments used to produce dark shades of the make-up [12] (Figure 12 ). Tattoo pigments contain metallic elements which also distort the magnetic field and sometimes make MR imaging impossible ( heating up and burning the patient during the study, or the carcinogenic ingredients.
Group B
The type and size of an artifact produced by dental materials correlates with their shape, size, number of objects and most significantly -type of metal [13, 14] . The same applies to other metallic implants, not only to dental ones [15] . Orthodontic appliances (ferromagnetic material) generally cause large magnetic field distortion and signal loss in frontal and/or temporal lobes and upper and lower jaw regions. Dental implants usually are made of titanium (non-ferromagnetic material) which should not have an influence on MR images. However, due to traces of ferromagnetic iron, they may decrease the quality of MR images [16] .
Excessive artifacts make it very difficult, and sometimes impossible, to recognize an important intracerebral pathology ( Figure 14) . Such excessive artifacts are caused by orthodontic braces, more and more frequently encountered not only in children and adolescents. Dental materials interfere not only with brain MRI but also with orofacial and neck imaging [14] .
The knowledge of the influence of dental implants on various sequences and of different kinds of signal alterations they cause is extremely important in order not to mistake them for brain lesions ( Figure 15) . Neurosurgical clips produce similar artifacts ( Figure 16 ).
Ventricular shunt valves can also generate considerable artifacts due to distortion of the MR image, especially in GRE sequences [17] . However, nowadays they are most often visible as low signal intensity lines only and do not disturb MR images (Figure 17 ).
Disc prostheses and other elements used for spinal surgery (e.g. interspinous process spacers) also induce significant artifacts in MRI which may complicate radiological followup after surgery [18] . Stainless steel is known to produce large amounts of artifacts, whereas titanium is known to produce significantly less of them [19] . These artifacts make interpretation of the spinal cord difficult and visualization of the root canals impossible at the operated levels ( Figure 18 ). Magnesium and carbon-fiber-reinforced polymers produce fewer artifacts than titanium [20] .
Image-guided application of cement for kyphoplasty or vertebroplasty results in the presence of low signal intensity material in the treated vertebral body in all sequences and does not produce artifacts ( Figure 19) . Intracranial aneurysms treated by coiling may be difficult to assess after the procedure because of MR imaging artifacts. On the other hand, intracranial aneurysms occluded with the liquid polymer Onyx are hypointense, probably because of its tantalum content, and do not create artifacts [21] (Figure 20 ).
Medical implants can make it impossible to examine the abdomen and pelvis -like a stent graft in the aorta and both common iliac arteries in our patient who forgot to mention in the questionnaire that he had undergone stent graft implantation in the past. A pilot sequence clearly showed that pelvic MRI cannot be performed due to a large "black hole" mentioned above. The joint that was operated on with the use of screws can pose a similar problem due to signal loss in some sequences and to the artifacts caused by screws (the so called pile-up artifacts and imperfect fat suppression) which may be so extensive that the interpretation of the images may turn out to be impossible [15] (Figure 21 ). On the other hand, like in case of materials used in spine surgery, orthopedic materials may produce no artifacts if they are made of polymers blend, e.g. biodegradable interference screws which are not visible on plain films and degrade completely after 2-4 years and only the bone tunnel is visible on MRI (Figure 22 ).
Sternal wires after thoracic procedures are of less concern as they distort the magnetic field but usually allow to image the thorax. Their MR appearance is similar to that produced by neurosurgical clips presented in Figure 16 .
Metallic surgical clips can be almost harmless for imaging in some sequences and projections ( Figure 23A ) but can distort the examination severely making it impossible to read the most affected slices in the same patient depending on the kind of sequence ( Figure 23B, 23C ).
Pelvic MRI can also be disturbed by hip prostheses ( Figure  24 ).
Group C
The radiologist is not always informed about the therapies that the examined patients underwent in the past and some of these therapies have an impact on MR imaging with a possibility of revealing unusual findings. The sustainedrelease intra-vaginal estradiol ring is one of them. It is a contraceptive method as well as a useful therapeutic option in the treatment of vaginal atrophy in postmenopausal women and it appears as a low signal intensity round element in the vagina.
Sometimes the patient does not know what exactly is placed in his orbit after enucleation like in one of our cases in which the patient removed the removable eye ball prosthesis before MRI but there was still some part of it in the orbit ( Figure 25 ).
Others
Apart from these three groups of artifacts mentioned above, we may also be forced to deal with artifacts, the occurrence of which indicates a failure of the MRI system [3], e.g. many a time we dealt with artifacts that indicated the failure of coils or the ones that occurred during GRE/ T2* sequence and informed us about the failure of the magnet cooling system.
And finally, radiologists should be aware of normal conditions which sometimes may be misleading, mistaken for artifacts, and interfere with establishing diagnosis, like menstrual bleeding in female patients or uterine contractions that occur in everyday life and not only during labor.
Conclusions
Knowledge of different types of artifacts, of their origin and of possible foreign bodies is necessary to eliminate them or to reduce their negative influence on MR images by adjusting acquisition parameters. It is also necessary to take them into consideration when interpreting the images. Some proposals of reducing artifacts were mentioned but describing in detail the procedures to avoid or limit artifacts would go beyond the scope of this paper. However, technical ways to reduce them can be found in the cited literature [1, 3, 8, 15] .
